The problem of skin-electrode processes during medical electrography.
The processes were studied which take place at the skin-electrode zone when surface electrodes are applied to the human body for the medical electrography (ECG, EEG, EMG, etc.). These processes were investigated from the point of view of their influence on the distortion-resistence and the precision of the biopotential registration; they were studied also as a possible source of bioinformation. The results of the experimental research are discussed.